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Abstract. This work describes calibration methods for the
particle sizing and particle concentration systems of the pas-
sive cavity aerosol spectrometer probe (PCASP). Laboratory
calibrations conducted over six years, in support of the de-
ployment of a PCASP on a cloud physics research aircraft,
are analyzed. Instead of using the many calibration sizes rec-
ommended by the PCASP manufacturer, a relationship be-
tween particle diameter and scattered light intensity is es-
tablished using three sizes of mobility-selected polystyrene
latex particles, one for each amplifier gain stage. In addi-
tion, studies of two factors influencing the PCASP’s deter-
mination of the particle size distribution – amplifier base-
line and particle shape – are conducted. It is shown that
the PCASP-derived size distribution is sensitive to adjust-
ments of the sizing system’s baseline voltage, and that for
aggregates of spheres, a PCASP-derived particle size and a
sphere-equivalent particle size agree within uncertainty dic-
tated by the PCASP’s sizing resolution. Robust determina-
tions of aerosol concentration, and size distribution, also
require calibration of the PCASP’s aerosol flowrate sen-
sor. Sensor calibrations, calibration drift, and the sensor’s
non-linear response are documented.

1 Introduction

Aerosol size distribution measurements are an essential part
of climate (Charlson et al., 1992), visual haze (Kleinman et
al., 2007) and cloud physics studies (Kleinman et al., 2012).
The passive cavity aerosol spectrometer probe (PCASP) is a
convenient and reliable instrument for making airborne mea-
surements of the size distribution over a broad range of par-
ticle size (Strapp et al., 1992). Employing a He-Ne laser

(λ = 0.633 µm), the PCASP measures the scattering inten-
sity produced by single particles, and classifies the intensity
values into a histogram that constitutes the basis for the deter-
mination of the size distribution. Scattering theory (Twomey,
1977; pp. 199–217), with an assumed particle refractive in-
dex, are used to convert from intensity to particle diame-
ter (assuming spherical particle shape). Three amplifier gain
stages are used to span the range of particle diameters the
probe is sensitive to (0.1 µm≤ D ≤ 3.0 µm).

This paper describes calibration methods developed for
the particle sizing and particle concentration systems of
the PCASP. We deviate from the recommendations of the
manufacturer (Particle Measuring Systems, 2002). What we
present is a simpler approach, and in the case of the flow
calibration, an approach that accounts for non-linearity in
the response characteristics of the probe’s flowrate sensor.
Over the past six years we have applied these calibrations
to three PCASPs. Two of these – PCASP-1 (SN= 1013-
0502-29) and PCASP-2 (SN= 39798-0200-26) – are oper-
ated on the University of Wyoming King Air. The King Air
is one of the aircraft allocated as part of the National Sci-
ence Foundation’s Lower Atmospheric Observing Facility
(Wang et al., 2012). A PCASP owned by the National Cen-
ter for Atmospheric Research (NCAR) was also calibrated
(SN= 23738-0491-08). That work was conducted in support
of two research projects involving the NCAR C-130 (Snider
et al., 2013). The focus of this paper is the calibration of
the PCASP-1 and PCASP-2. Those PCASPs, and the NCAR
PCASP, have the SPP-200 electronics package, developed
by Droplet Measurement Technologies (DMT), and each is
installed in an external pod during airborne operations.
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2 Methods

2.1 Data acquisition

The measurements we report were conducted in our lab-
oratory at the University of Wyoming. Data signals from
a PCASP, and a condensation particle counter (CPC; TSI,
2000c), were recorded using a custom-built data acquisition
system. The data system ingests signal data once per second
(1 Hz sampling). Recorded PCASP data include the particle
count histogram and output from the probe’s flowrate sensor.
A size distribution was also obtained using a TSI Model 3936
Scanning Mobility Particle Sizer (SMPS; TSI, 2000a, 2001).
The SMPS size distribution was derived using the Aerosol
Instrument Manager (TSI, 2001) software and was recorded
as a 300 s average.

2.2 Particle generation

Two test particle generators were used in this investigation.
The first is the Model PG-100 developed by Particle Measur-
ing Systems (Particle Measuring Systems, 1992). This gen-
erator produces liquid droplets by atomizing a hydrosol con-
taining monodisperse polystyrene latex (PSL) spheres (Duke
Scientific Corporation). The droplets are mixed with dry air,
to evaporate their water fraction, and the resulting dried PSL
particle stream is then routed into the inlet needle of the
PCASP (Sect. 3.1). No attempt was made to remove parti-
cles containing more than one PSL sphere (aggregates). As
we will see, particles smaller than the PSL diameter are also
produced by the PG-100. This occurs when droplets contain-
ing the hydrosol’s solute component, but no PSL sphere, are
atomized (Kinney et al., 1991). During field deployment of
the King Air, we use the PG-100 to conduct ground checks of
the PCASP’s particle sizing system. In Sect. 3.6 we analyze
particle size distributions produced by the PG-100 generator
and contrast them with distributions produced by our other
particle generator.

The other particle generation system also creates droplets
by atomizing PSL hydrosols. In this system we use an elec-
trostatic classifier (EC), operated downstream of a dryer and
charge neutralizer, to select a mobility-classified subset of the
generated particles. The system consists of a TSI Model 3076
atomizer, a TSI Model 3062 diffusion dryer, a210Po charge
neutralizer (Covert et al., 1997), a TSI DMA3081 electro-
static classifier (TSI, 2000a), and a home-built aerosol di-
luter. An impactor is operated on the inlet side of the EC.
Assuming a particle density 1050 kg m−3, the particle diam-
eter corresponding to 50 % impaction is 1.4 µm.

These preparatory steps isolated aerosol particles at the
PSL diameter reported by Duke Scientific, but, as we shall
see, the resulting size distribution also had a small contribu-
tion from particles larger than the PSL spheres. These parti-
cles were produced when a relatively large solution droplet,
containing a greater than average amount of solute, and one

PSL sphere, was atomized, dried, and charged with two ele-
mentary charges. We refer to these particles as charge dou-
blets. Within the EC, these particles have the same electrical
mobility as a singly charged PSL sphere. When detected by
the SMPS (Sect. 2.1), subsequent to recharging, the particles
initially classified as a charge doublet are predicted to appear
at 0.19 µm (PSL diameter 0.125 µm), at 0.31 µm (PSL diam-
eter 0.199 µm) and at 0.85 µm (PSL diameter 0.491 µm).

Throughout this document we present the PSL diame-
ter with three-digit precision, not to imply that the value is
known with that degree of certainty, but to distinguish the
PSL diameter from particle size determinations made using
the PCASP and SMPS. The latter are presented with two-
digit precision, consistent with the fact that the relative pre-
cision of a particle size determination is controlled by the
instrument-dependent size resolution. For a 0.2 µm particle
the relative size resolution is 4 % and 10 % for the SMPS
and PCASP, respectively. Typically, drift of the PCASP and
SMPS sizing calibrations is about a factor of two smaller than
these resolution-limited uncertainties (Kinney et al., 1991;
Rosenberg et al., 2012).

2.3 PSL hydrosols

Diluted PSL hydrosols were used in this work. These were
prepared by diluting between 2 and 20 drops of the stock
PSL suspension (Duke Scientific) in 50 mL of filtered-
deionized water. Aerosols used in the sizing calibration, and
in the validation of the flowrate calibration, were prepared
by atomizing the diluted PSL hydrosols. The concentration
of the PSL aerosol particles was varied between 30 and
500 cm−3, depending on the degree of PSL hydrosol dilu-
tion and the amount of dilution air that was mixed with
the mono-mobility stream exiting the EC. A concentrated
PSL hydrosol was also used. This was prepared by dilut-
ing 10 drops of stock PSL suspension in 3 mL of filtered-
deionized water. Sphere aggregates were electrostatically se-
lected from the polydisperse aerosol prepared using the con-
centrated hydrosol. Using theory developed in Hinds (1999,
their Sect. 21.2), and specification of atomizer’s droplet size
distribution (TSI, 2000b), we estimate that at least 90 % of
the selected particles were the aggregates we intended to
sample. Properties of these double and triple aggregates were
evaluated using the SMPS and the PCASP-1. We analyze our
measurements of the aggregates in Sect. 3.7.

3 Results

3.1 PCASP sheath and aerosol flow systems

The generated test aerosols are transmitted to the PCASP’s
scattering volume via an inlet needle (ID= 500 µm). At the
needle exit, immediately upstream of the laser beam, the
stream is combined with sheath air. Because of constriction
by the sheath air flow, the diameter of the particle stream,
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Fig. 1. PCASP-1 aerosol flow calibration curve. The indicated
power-law function (̇V = a ·V b

out) is used to derive the standard cu-
bic centimeter per second (sccps) flowrate,V̇ , from measurements
of Vout.

at the point where it crosses the laser, is substantially nar-
rower than the width of the laser beam (Particle Measuring
Systems, 2002).

The PCASP manual (Particle Measuring Systems, 2002)
advises that the sheath air and aerosol flowrates be set at 15
and 1 standard cubic centimeter per second (sccps), respec-
tively. Within the PCASP, these flows are measured by two
electronic mass flow sensors – the Model AWM3300V (Hon-
eywell), for the sheath stream, and the Model AWM3100V
(Honeywell), for the aerosol stream. The flowrate signal is
converted to flowrate via the calibration described in the next
section.

3.2 Flowrate calibration

Here our focus is on determination of the PCASP’s aerosol
flowrate calibration. This is crucial because PCASP concen-
trations are derived as the ratio of particle count rate (count of
particles per 1 Hz sample) and aerosol flowrate (V̇ ), and be-
cause the latter varies with aircraft altitude and airspeed. Us-
ing 1 Hz samples of the flowrate signal, and the calibration,
we calculateV̇ , expressed as a standard cubic centimeter per
second (sccps), and also calculate the actual cubic centime-
ter per second (accps) equivalent ofV̇ . The latter step uses
measurements of ambient pressure and temperature and the
ideal gas equation.

Flowrate calibrations were conducted using a Gilibrator-2
bubble flow meter (Gilian Instrument Corp.) connected to the
inlet side of the PCASP needle. Bubble meter measurements
of flowrate (accps), measurements of temperature and pres-
sure, and the ideal gas law were used to evaluate the standard-
temperature–pressure representation of the flowrate. Figure 1
shows a flow calibration for PCASP-1. Six calibration points
are evident over the range of flowrates encountered during
research flights. The indicated power-law function is a con-

venient way to describe the non-linear relationship between
flow sensor signal voltage and aerosol flowrate.

After establishing the flowrate calibration, we tested to
verify that the PCASP reports a very small concentration
(< 5 cm−3) while sampling filtered air. Also, we conducted
tests with the PCASP operating in parallel with the CPC
while both were sampling electrostatically classified PSL
spheres. Results from one test are illustrated in Fig. 2a and
b. Here the “plateaus” correspond to electrostatically clas-
sified PSL spheres, and the “valleys” to periods when we
were switching the PSL hydrosol. We note that there is good
agreement between the CPC- and PCASP-derived concen-
trations, over a range extending from 40 to 460 cm−3, and
that the concentration variability is larger for the PCASP. We
also note that these tests evaluated four samples of mobility-
selected PSL particles and that concentration varied inversely
with particle size.

We find that the concentration variability, expressed as
a standard deviation, is four times larger for the PCASP
compared to the CPC (Fig. 2b). Moreover, we note
that the concentration variability is consistent with the
instrument-dependent flowrates and Poisson counting error.
This assertion is substantiated in Appendix A.

Table 1 summarizes aerosol flowrate calibrations we ob-
tained for several King Air projects, for both PCASP-1
and PCASP-2. The sixth column has the flowrates for dif-
ferent calibrations evaluated at a fixed flow sensor signal
voltage (2.7 V). Relative to measurements made in 2006
(PCASP-1) and in 2010 (PCASP-2), the maximum shifts of
the calibrations are 6 and 17 %, respectively.

3.3 PCASP sizing system

The PCASP manual (Particle Measuring Systems, 2002)
describes the calibration of the probes’s particle siz-
ing system. Twelve PSL sizes are specified for cali-
brating the range of detectable particle diameter (nomi-
nally 0.1 µm≤ D ≤ 3.0 µm). The manufacturer’s methodol-
ogy leads to a relationship between scattered light inten-
sity and particle diameter. We refer to this relationship as
the threshold–diameter table. The table can also be devel-
oped with knowledge of the particle’s index of refraction
and properties of the probe (i.e., laser illumination, scatter-
ing geometry and photodetector signal amplification). Our
PCASP-1, purchased in 2002, came with a computer code
that derives the threshold–diameter table based on the above-
mentioned particle and probe characteristics (setSPP.exe). By
either approach, each of the thirty channels of the PCASP
is identified with both an upper-limit sphere diameter and
an upper-limit threshold. In the following section, we start
with the manufacturer’s threshold–diameter table and shift
the diameters so that they are consistent with our experimen-
tal determinations of the channel that mobility-selected PSL
spheres classify into. Because the threshold–diameter table is
divided into three gain stages, our sizing calibration involves

www.atmos-meas-tech.net/6/2349/2013/ Atmos. Meas. Tech., 6, 2349–2358, 2013
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Fig. 2. PCASP-1 and CPC concentration measurements after determination of PCASP-1’s aerosol flowrate calibration.(a) Time series of
1 Hz samples during laboratory measurement of four mobility-selected PSL particles.(b) Time-averaged concentrations, plus and minus one
standard deviation for the 700 s analysis intervals centered at 1400, 3800, 6100 and 8000 s.

Table 1.Summary of calibrations for aircraft field projects.

Aerosol flowrate Aerosol flowrate

Project Year PCASP
calibration coefficients atVout= 2.7 V, Diameter Shift, µm

a b
sccps

High gain Mid gain Low gain

DMIMS 2006 1 0.120 2.137 1.00 0.02 0.01 0.04
CUPIDO 2006 1 0.125 2.066 0.97 0.02 −0.01 0.04
CLDGPS 2008 1 0.123 2.083 0.97 0.02 −0.01 0.04
KAPEE 2010 1 0.129 2.046 0.98 0.02 0.01 0.04
Current 2012 1 0.118 2.210 1.06 0.00 −0.01 −0.06
KAPEE 2010 2 0.178 1.811 1.08 0.00 −0.01 0.04
LPVEX 2010 2 0.156 1.936 1.07 0.00 −0.01 0.04
DOMEX 2011 2 0.163 1.999 1.19 0.00 −0.01 0.04
ASCII 2012 2 0.166 2.040 1.26 0.00 −0.01 0.14
Current 2012 2 0.170 1.984 1.22 0.00 −0.01 0.14

the determination of a diameter shift for each gain stage and
an adjustment of the manufacturer’s threshold–diameter ta-
ble. What results is a modified sizing calibration; we refer to
this as the calibrated threshold–diameter table.

3.4 Sizing calibration

For these investigations we use the particle generation sys-
tem with the electrostatic classifier (Sect. 2.1) and generate
a steady stream of mobility-selected PSL particles. The test
particle concentration was stable for the duration of each of
the testing intervals (300 s). With the PCASP sampling at
approximately 1 accps, the number of particles counted in
300 s was between 104 and 105. Starting with the PCASP’s
test-averaged count histogram, we determine the channel
corresponding to the most counting events.

Results for PCASP-1 are presented in Fig. 3. This graphic
is split to show findings for the high-gain (Fig. 3a), mid-gain
(Fig. 3b), and low-gain amplifier stages (Fig. 3c). The filled
black circles in Fig. 3a–c are plotted at the midpoint of the
channel with the largest number of counts, the dotted black
line illustrates the manufacturer’s threshold-diameter table,
and the dotted red vertical and horizontal lines indicate the
calibrated threshold–diameter table.

For the mid-gain and low-gain channels (Fig. 3b and c),
we find that the manufacturer’s calibration (dotted black
line) does not precisely define the PSL diameter. For these
two channels the experimentally-derived diameter shifts are
1D = −0.01 µm (mid gain) and1D = −0.06 µm (low gain).
Our most recent determination of the calibrated threshold-
diameter table for PCASP-1 is provided in Table 2.

Results presented in the final column of Table 2 demon-
strate that this PCASP-1 calibration has a positive increment

Atmos. Meas. Tech., 6, 2349–2358, 2013 www.atmos-meas-tech.net/6/2349/2013/



Y. Cai et al.: Calibration of the passive cavity aerosol spectrometer probe 2353

34 

 

 553 

 554 

 555 

 556 

 557 

 558 

 559 

 560 

 561 

Fig. 3 – The manufacturer threshold-diameter table (dotted black line connecting diamonds), 562 

experimental determination of the channel that PSL spheres (0.125 µm, 0.199 µm, and 0.491 563 

µm) classify into (filled black circle), and the calibrated threshold-diameter table (dotted red 564 

vertical and horizontal lines).  The thirty thresholds are internal electronic representations of the 565 

channel boundaries.   566 

567 

Fig. 3. The manufacturer threshold–diameter table (dotted black line connecting diamonds), experimental determination of the channel that
PSL spheres (0.125, 0.199, and 0.491 µm) classify into (filled black circle), and the calibrated threshold–diameter table (dotted red vertical
and horizontal lines). The thirty thresholds are internal electronic representations of the channel boundaries.

Table 2.Threshold, manufacturer diameter and calibrated diameter
for PCASP-1.

Channel Gain Manufacturer’s Calibrated
number Stage thresholda diameter, µm diameter, µm

0 high 692 0.10 0.10
1 high 1146 0.11 0.11
2 high 1814 0.12 0.12
3 high 2769 0.13 0.13
4 high 4096 0.14 0.14
5 mid 4192 0.15 0.14 (0.145)b

6 mid 4231 0.16 0.15
7 mid 4282 0.17 0.16
8 mid 4348 0.18 0.17
9 mid 4537 0.20 0.19
10 mid 4825 0.22 0.21
11 mid 5251 0.24 0.23
12 mid 5859 0.26 0.25
13 mid 6703 0.28 0.27
14 mid 8192 0.30 0.29
15 low 8335 0.40 0.34
16 low 8435 0.50 0.44
17 low 8520 0.60 0.54
18 low 8768 0.70 0.64
19 low 8981 0.80 0.74
20 low 9194 0.90 0.84
21 low 9418 1.00 0.94
22 low 9579 1.20 1.14
23 low 9825 1.40 1.34
24 low 10080 1.60 1.54
25 low 10460 1.80 1.74
26 low 10872 2.00 1.94
27 low 11322 2.30 2.24
28 low 11759 2.60 2.54
29 low 12288 3.00 2.94

a The thirty thresholds are internal electronic representations of the channel
boundaries. A digitized pulse height is compared to the thresholds to infer the
channel a particle is classified into.b The recommended diameter. See text for
details.

from the diameter of the last channel of the mid-gain stage
(0.29 µm) to the diameter of the first channel of the low-gain
stage (0.34 µm). A positive increment at this particular gain
boundary was the case for all of our calibrations. This can be
verified by applying the following example to all other mid-
gain to low-gain transitions. For the most recent PCASP-1
calibration (Table 2), the values 0.29 µm and 0.34 µm were
derived by adding the manufacturer’s diameters (0.30 µm and
0.40 µm; Table 2) to the mid- and low-gain shifts (−0.01 µm
and−0.06 µm) from the fifth row of Table 1.

In contrast to the positive increment at the mid- to low-gain
boundary, our calibration produces ambiguity at the high- to
mid-gain boundary. This is made evident both in the last col-
umn of Table 2 (calibrated diameter), and in Fig. 3a and b.
In the table, and in the two figures, the calibrated diameter
of the last channel of the high-gain stage and the first chan-
nel of the mid-gain stage both indicate 0.14 µm. At this gain
stage boundary, a sizing overlap, or even a sizing reversal,
has been documented. In the case of the PCASP-1 in the
CUPIDO project the reversal can be verified by adding the
manufacturer’s diameters at channels #4 and #5 (0.14 and
0.15 µm; Table 2) to the high- and mid-gain shifts (0.02 and
−0.01 µm) from the second row of Table 1.

Rosenberg et al. (2012) also reported sizing calibrations
for a SPP200-modified PCASP. When doing these calibra-
tions at a particle diameter that was large enough to regis-
ter in the lowest channel of an adjacent smaller-gain stage,
they noted that most of the counting events did not con-
form to their expectation. They commented that an “undoc-
umented process” was preventing the expected counting into
the smaller-gain portion of the histogram. The net result was
that the width of the last channel of the larger-gain stage
was broadened and that the width of the first channel of the
smaller-gain stage was narrowed. We note that this narrow-
ing is consistent with the diameter overlap we document for
the high- to mid-gain transition. Rosenberg et al. (2012) pro-
posed two workarounds for the ambiguity associated with
narrowing (overlap): (1) merging the two channels (e.g., #4

www.atmos-meas-tech.net/6/2349/2013/ Atmos. Meas. Tech., 6, 2349–2358, 2013
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and #5), to produce a size distribution with one less chan-
nel, or (2) setting the upper-limit diameter of the last channel
of the larger-gain stage equal to the lower limit of the first
channel of the smaller-gain stage.

Researchers at NCAR have implemented a solution to the
overlap problem. Their approach is to generate a nonconven-
tional threshold–diameter table with two of the three small-
est thresholds removed from the mid-gain stage (4192 and
4282; Table 2), and with two channels added to the low-gain
stage to maintain the total number of channels at 30. For the
NCAR SPP200-version PCASP, Snider et al. (2013) did not
report a diameter overlap at either the high- to mid-gain stage
boundary or at the mid- to low-gain boundary. For data ac-
quired by our PCASP-1, as it is currently configured, we rec-
tify the problem by replacing one of the calibrated diame-
ters with 0.145 µm (Table 2). Our ad hoc solution removes
the overlap but produces two channels (#5 and #6; see Ta-
ble 2) with diameter widths a factor of two narrower than the
manufacturer’s calibration.

3.5 Effect of amplifier baseline reference voltage

Each of the PCASP’s gain stages has a variable resistor that
offsets the scattering pulse amplitude relative to an internal
reference. Positive offsetting is desired because the conver-
sion from pulse height amplitude (an analog voltage) to a
threshold (an integer) necessitates that the former starts at a
value in excess of the internal reference (the baseline circuit’s
analog ground). The baseline is set, by the manufacturer, at
slightly above ground, generally less than 0.4 V.

In Fig. 4a–c we present determinations of the ambient par-
ticle size distribution made with the PCASP-1 and the SMPS.
For these tests the SMPS scan interval is 300 s (Sect. 2.1).
Hence, we present the size distributions as a 300 s aver-
age. Distribution uncertainties, indicated by swaths of black
(PCASP) and gray (SMPS), were evaluated as a Poisson
counting error (Appendix A). Also in Fig. 4a–c, a vertical
dashed line is drawn at the mid-point of the first channel
of the mid-gain stage. In Fig. 4b, we note that the PCASP
and SMPS distributions are in agreement, within the Poisson
counting uncertainties, up to 0.4 µm diameter, and that be-
yond 0.4 µm there are too few particles to make a judgment
about the PCASP/SMPS comparison.

Because the PCASP channel #5 has the smallest threshold
of the mid-gain stage, particle counts going into that channel
are most sensitive to a change of the mid-gain baseline (Par-
ticle Measuring Systems, 2002). Also, this sensitivity is com-
pounded by the fact that the slope of the threshold-diameter
relationship is large for channels #5, #6, #7, #8 and #9, rela-
tive to the slope of neighboring channels. Two years prior to
the measurements shown in Fig. 4a–c we noticed that size
distributions reported by the PCASP-1 consistently exhib-
ited a local maximum in channel #5, but we were uncertain
whether this was a real phenomenon or an instrumental bias.
Since that time (2010), and with advice from DMT (B. Daw-
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Fig. 4. Comparison of simultaneous laboratory measurements of
the ambient particle size distribution using a SMPS and PCASP-1.
Comparisons are shown for three different settings of the mid-gain
baseline voltage. The vertical dashed lines indicate the center of the
first channel of the mid-gain stage. The gray and black areas repre-
sent Poisson counting errors. See text for details.

son, personal communication, 2010), we have compared dis-
tributions from the PCASP-1 and the SMPS. During these
experiments we adjusted the mid-gain baseline and produced
a smooth transition across channel #5. The effect of too small
a baseline, or too large, is shown in Fig. 4a and c, respec-
tively. If the baseline is set too small, we see an unrealistic
enhancement of detections in channel #5 (Fig. 4a), and vice
versa in Fig. 4c. In addition, in Fig. 4c, we see that particle
counts go to zero in channels #5 and #6 and are enhanced in
channels #7, #8 and #9. These results are consistent with the
previously stated information about the mid-gain electronics
and sensitivity. The results also underscore the utility of hav-
ing an independent measure of the size distribution, for com-
paring to the PCASP, and the utility of the Poisson estimate
of the particle counting error (Appendix A).

Atmos. Meas. Tech., 6, 2349–2358, 2013 www.atmos-meas-tech.net/6/2349/2013/
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Fig. 5. Normalized size distributions produced by atomizing hy-
drosols containing 0.125, 0.199, and 0.491 µm PSL spheres. Results
for both particle generators are presented.

3.6 Size distributions produced by the PG-100

As we discussed in Sect. 2.2, testing of the PCASP’s sizing
system is different when we operate the probe in the field. In
that situation an aerosol generator (PG-100) is used to pro-
duce particles via PSL hydrosol atomization. After drying,
the generated particles are sampled by the PCASP without
size selection.

Figure 5 compares PCASP determinations of the size dis-
tribution for aerosols generated by atomization (PG-100) and
by atomization followed by electrostatic classification (EC).
Because the measurements were made at different times, the
distributions are normalized.

For the 0.125 and 0.199 µm aerosols coming from the PG-
100, particles substantially larger than the PSL size were de-
tected. These particles are PSL spheres mixed with solute
(Sect. 2.2), with an additional PSL sphere, or with a combi-
nation of solute and an additional PSL sphere. Consequently,
the 0.125 and 0.199 µm PG-100 size distributions are broad-
ened, mostly toward larger size, relative to the distribution
obtained with the electrostatic classifier. In spite of the broad-

ening, the 0.125 and 0.199 µm peaks stand out in both dis-
tributions. Evident in the EC-produced distribution, at 0.19
and at 0.31 µm, are the charge doublet particles described in
Sect. 2.2. When atomizing the 0.491 µm hydrosol, we see
that the PG-100 produces particles both larger and smaller
than the PSL diameter. Presumably, the latter originate as a
solution droplet devoid of a PSL sphere (Kinney et al., 1991).

The bottom and top panels of Fig. 5 demonstrate that the
PG-100 produces particles at a diameter comparable to the
minimum size detectable by the PCASP (∼ 0.1 µm). Because
of this, a parallel measurement of particle concentration, pro-
vided by a CPC, cannot, in general, be used as a reference
for establishing the PCASP’s aerosol flow calibration. The
method we used for that flow calibration is described in
Sect. 3.2.

3.7 Particle shape

The basis for this section is the concept of the sphere-
equivalent particle diameter. This is defined as the diame-
ter of a virtual sphere with volume equal to that of an ac-
tual non-spherical particle. Laboratory investigations of light
scattering by cubical particles (Perry et al., 1978; Liu et al.,
1992), investigated over the angular scattering range detected
by the PCASP (35 to 120◦), and for the laser wavelength of
the PCASP (λ = 0.633 µm), demonstrated that a smaller scat-
tering intensity is produced by a cubical particle relative to
the sphere-equivalent particle. Measured and calculated scat-
tering phase functions, presented by Perry et al. (1978), re-
veal opposing effects, depending on scattering angle. Larger
forward scattering is produced by the sphere, and vice versa
for backward scattering angles. Collins et al. (2000) also in-
vestigated PCASP detection of non-spherical particles. Us-
ing scattering phase functions reported by Mishchenko et
al. (1997), Collins et al. (2000) concluded that the sizing dif-
ference, for a non-spherical versus a sphere-equivalent parti-
cle, would be 5 % with the non-spherical sizing smaller than
the spherical.

Other than interest in the basic nature of light scattering,
there are two motivations for the investigations summarized
in the previous paragraph. The first is the difficulty of de-
riving size-integrated properties (e.g., particulate mass con-
centration and radiant extinction), for dispersions of non-
spherical particles, and the second is the concern that size-
integrated properties, based on the sphere assumption, can be
biased. In this section we investigate properties of two non-
spherical particles: the PSL double and triple aggregates. Our
analysis is based on sizing measurements from the PCASP-1
(optical diameter) and the SMPS (mobility diameter). These
two diameters were evaluated as the mode of a time-averaged
size distribution (averaging time= 300 s). The test particles
were detected subsequent to the aggregate preparation steps
described in Sect. 2.3.

We complement our analysis with a calculated sphere-
equivalent diameter and a calculated mobility diameter. The
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Table 3.Mobility and optical diameters of PSL spheres and aggregates.

PSL Number of PSL SMPS mode aCalculated mobility PCASP mode bCalculated sphere-
diameter,µm sphere(s) in aggregate diameter, µm diameter, µm diameter, µm equivalent diameter, µm

0.125 1 (single) 0.13 0.12 0.12 0.12
2 (double) 0.17 0.17 0.15 0.16
3 (triple) 0.20 0.19 0.18 0.18

0.199 1 (single) 0.20 0.20 0.20 0.20
2 (double) 0.27 0.27 0.26 0.25
3 (triple) 0.31 0.31 0.28 0.29

a Derived using the formulation presented by Gysel et al. (2002, their Eq. 7), a dynamic shape factor (χ = 1.13) adopted for both the double and triple aggregate
(Hinds, 1999; their Table 3.2; Baron and Willeke, 2001; their Table 4.3), and a Cuningham slip correction factor (Eq. 8.34 in Seinfeld and Pandis (1998)). Because
the shape factor for a linear triple aggregate is 1.27 (Baron and Willeke, 2001; their Table 4.3), and because there is good agreement between values in columns #3

and #4, it seems that the triple aggregates were arranged in a compact configuration. See text for details.b Derived as
(
#× D3

PSL

)1/3
where# is the number of

PSL spheres composing the aggregate.

latter was prescribed by a transition-regime dynamic shape
factor (χ) (Hinds, 1999; their Table 3.2; Baron and Willeke,
2001; their Table 4.3), by a formulation developed by Gysel
et al. (2002; their Eq. 7), and by a formulation of the Cun-
ningham correction factor (Seinfeld and Pandis, 1998; their
Eq. 8.34).

The calculated and measured diameters are presented in
Table 3. Several features of this presentation require explana-
tion. We note that the PSL size (column #1) is presented with
three-digit precision, and that the derived diameters (mea-
sured and calculated) are presented with two-digit precision.
Rationale for this distinction is provided in Sect. 2.2. The
fourth column has calculated mobility diameters based on the
assumption that the shape factor is the same for both the dou-
ble and triple aggregate (χ = 1.13). In fact, the recommended
shape factor is smaller for the double aggregate (χ = 1.10)
and larger for the triple aggregate (χ = 1.15); in the latter
case the value ofχ depends on how the spheres are combined
into the aggregate (Baron and Willeke, 2001; Table 4.3). Be-
cause we get better agreement between the measurement and
calculation usingχ = 1.13, a value nearly equal to that for
the compact structure, we conclude that our triple aggregates
were compact. Microscopy was not conducted to verify this
inference. When we performed the calculation using a shape
factor recommended for the linear triple aggregate structure
(χ = 1.27; Baron and Willeke, 2001) we derived a calculated
mobility diameter 8 % larger than that in Table 3. Given the
SMPS’s size resolution (Sect. 2.2), it seems that the linear
and compact forms could be distinguished using that instru-
ment. Further work is needed to substantiate this conclusion.

Paired results for the SMPS (measured and calculated),
and for the PCASP (measured and calculated), are presented
in the #3/#4 columns and in the #5/#6 columns of Table 3.
The largest difference is 0.01 µm. As a relative difference,
this is no larger than 7 %, and thus reasonably consistent with
the resolution-limited uncertainties discussed in Sect. 2.2.
Finally, we note that the 8 % to 13 % difference between
the SMPS and the PCASP, for the aggregates, is consistent

with a shape-dependent increase of the particle’s transition
regime drag force and the proportionate increase of their
mobility diameter.

4 Summary and conclusion

We have described a set of calibration procedures for
PCASPs operated on the Wyoming King Air. Essential parts
of the calibration system – the electrostatic classifier, SMPS
and plumbing infrastructure – are not portable, and so the cal-
ibrations were conducted in our laboratory between projects.
Project-to-project shifts of the flowrate calibration are gener-
ally smaller than 10 %. Our approach to the size calibration
is somewhat different from that previously reported (e.g., Liu
et al., 1992). We associate the midpoint of the channel with
the largest number of particle counts to the nominal PSL di-
ameter. As is the case with the flow calibration, shifts in the
size calibration have occurred through time (Table 1). These
may have been the result of shifts in the optical system, or in
the laser, and in either case these shifts may have been en-
hanced by the discrete nature of the PCASP’s classification
of particle size.

The methods we report had their beginnings in lab inves-
tigations conducted between 2001 and 2005. That prelimi-
nary work benefited from our fortunate access to a variety
of aerosol preparation and measurement technologies. What
evolved is a redundant set of measurements for sizing, size
distribution and aerosol flowrate. Redundancy is evident in
the three aspects of our analysis. For the size calibration we
use monodisperse PSL particles, we classify them as aerosol,
in an electrostatic classifier, and quantify the mode size using
an SMPS operated in parallel with the tested PCASP. That
approach was extended to our investigation of PCASP siz-
ing of aggregates of PSL spheres. Also, in our analysis of
the effect of the PCASP baseline voltage setting, the SMPS
was used as a redundant metric of the size distribution. That
analysis was aided by our inference that an important source
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Table A1. PCASP and CPC concentration statistics corresponding to Fig. 2.

PCASP (cm−3) CPC (cm−3)

PSL Average Standard Poisson Average Standard Poisson
size (nm) concentration,n deviation,σ error,σp concentration,n deviation,σ error,σp

125 449 22 22 462 5 5
152 333 19 19 336 4 4
199 280 17 17 280 4 4
491 45 7 7 43 2 2

of variability in the compared size distributions is Poisson
counting error. Finally, for the aerosol flowrate calibration,
we used a bubble meter, and verified our determination of the
flow calibration by comparing concentrations reported by the
PCASP and a CPC.

Appendix A

Here we derive the Poisson counting error associated with a
determination of particle concentration. Also, the analysis is
extended to Poisson counting error in a determination of the
particle size distribution function.

Considered here are two standard deviations. The first is
the variability associated with an average concentration. The
second is the Poisson counting error. The first is evaluated as

σ =

√∑(
n̄ − nj

)2

N# − 1
, (A1)

whereN# is the number of measurements within an analyzed
time series,n is the average concentration andnj is the con-
centration corresponding to the “j -th” sample.

Four test aerosols were evaluated. The PCASP-1 and CPC
concentration time series are presented in Fig. 2. We see
(Fig. 2a) that concentration was steady during intervals cen-
tered at 1400, 3800, 6100 and 8000 s. The duration of these
intervals is 700 s. Values of̄n andσ , derived for these inter-
vals, are presented in Table A1. Using averages presented in
Table A1, a particle count can be estimated as

N = ts · V̇ · n̄, (A2)

wherets is the sample time (1 s for our data system perform-
ing 1 Hz sampling (Sect. 2.1)) anḋV is the aerosol flowrate.
Using Eq. (A2), we evaluated a count for the PCASP-
1 (V̇ = 0.97 cm3 s−1) and for the CPC (̇V = 17 cm3 s−1).
Assuming the count is Poisson distributed (Young, 1962,
pp. 57–64), the Poisson error for particle concentration is

σp =

√
N

ts · V̇
=

√
n̄

ts · V̇
. (A3)

Poisson errors are reported in Table A1. Agreement between
σ (Eq. A1) andσp (Eq. A3) is excellent for both instruments.
We note that the error is smaller for the CPC because it sam-
ples aerosol at a significantly larger volumetric rate. This
result is consistent with Eq. (A3) but is not obvious from
Eq. (A1). Further, we note that the absence of any indication
of σ >σp establishes that the generator was steadily produc-
ing particles during the analyzed 700 s intervals. Both obser-
vations lead to the conclusion that the documented concen-
tration variability (Table A1) is attributable to the sample-
volume-dependent error described by Eq. (A3).

Analogous to Eq. (A3), but for the PCASP, the Poisson
error associated with a logarithmic size distribution function
can be formulated as(

σp

1 log10D

)
i

=
1(

1 log10D
)
i

·

√
n̄i

ts · V̇
, (A4)

wheren̄i and
(
1 log10D

)
i

are the average concentration and
the logarithmic width of the “i-th” PCASP channel, andts is
the sample time (1 s for our data system sampling at 1 Hz).
Equation (A4) describes the error estimate we overlay on the
PCASP’s logarithmic size distribution in Fig. 4.

For the SMPS size distribution the derivation of the Pois-
son error is complicated by an analysis step which translates
a measured particle mobility distribution to a calculated log-
arithmic size distribution. For the “i-th” SMPS channel we
evaluate the measured particle count as

Ni,M = ts · V̇ · Te · f · ni,C. (A5)

Herets is the sample time (2.6 s for each SMPS channel),V̇

is the SMPS aerosol flowrate (5 cm3 s−1), Te is the integral
sampling efficiency (Te = 0.5; Kousaka et al., 1985),f is the
fraction of particles with+1 charge (TSI, 2000a) andni,C is
the calculated concentration. The latter can be exported from
the SMPS program (TSI, 2001). Analogous to Eq. (A4), but
for a particle spectrometer like the SMPS, the Poisson error
for the measured particle concentration can be evaluated as√

Ni,M

ts · V̇
=

√
Te · f · ni,C

ts · V̇
. (A6)
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With Eqs. (A5) and (A6), the relative Poisson error for the
measured particle concentration is√

Ni,M

Ni,M
=

√
1

ts · V̇ · Te · f · ni,C
. (A7)

Going further, we assume that the relative Poisson error for
the measured and calculated concentrations are proportional.
With that assumption we derive an equation analogous to
Eq. (A4), but for the SMPS.(

σp

1 log10D

)
i

=
1(

1 log10D
)
i

·

√
ni,C

ts · V̇ · Te · f
(A8)

Equation (A8) describes the error estimate we overlay on the
SMPS’s logarithmic size distribution in Fig. 4.
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